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Abstract-In  this  paper,  we  describe  the  optimization  of 
endoluminal  planar  coils  for  high-resolution  Magnetic 
Resonance  Imaging  (MRI)  of  gastrointestinal  walls.  Based  on 
simulations,  single-loop  RF  coils  were  designed.  Experimental 
verifications  were  performed  on  a  1.5  T  clinical  scanner. 
Developed  prototypes  provided  a  dramatic  increase  in  signal-to- 
noise  ratio  at  the  region  of  interest. 
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I.  Introduction 

Due  to  recent  technical  advances,  MRI  is  now  widely 
used  in  clinical  routine  for  diagnosis  and  staging  of  digestive 
diseases  [1].  Indeed,  dedicated  external  radiofrequency  (RF) 
coils  placed  close  to  the  area  of  interest  have  dramatically 
enhanced  image  quality.  However,  due  to  the  importance  of 
magnetic  losses  in  the  human  body,  detailed  information 
about  the  gastrointestinal  wall  layers  are  still  not  available. 
Based  on  recent  work  in  intravascular  application  of  receiver 
coils  for  high-resolution  MRI  of  vascular  walls  [2,  3], 
prototype  endoluminal  MR  receiver  coils  were  designed  to  be 
inserted  in  the  digestive  system. 

Based  on  the  constraints  and  requirements  of  the 
endoluminal  approach  for  MRI,  the  outer  diameter  of  the 
coils  was  fixed  to  5  mm  (Fig.  1). 


Fig.  1.  General  cross  section  of  the  coils 
optimized  in  this  study. 


II.  Methodology 

For  optimizing  not  only  the  quality  factor  (Q)  but  also  the 
signal-to-noise  ratio  (SNR),  we  simulated  the 
electromagnetic  parameters  (the  electrical  resistance  Rnoise, 


the  inductance  L  and  the  RF  field  B{)  of  planar  rectangular 
RF  coils  using  ANSOFT  Maxwell  2D/3D  software  (Ansoft 
Corp.,  Pittsburgh,  USA)  and  Magnetic@  (MagneticaSoft, 
Nice,  France).  The  Maxwell  2D/3D  software  is  based  on 
advanced  finite  element  technology  and  uses  electromagnetic 
AC  and  DC  field  simulation  to  predict  product  performance 
with  physical  and  geometric  input.  Magnetic@,  works  under 
Mathematica  software  (Wolfram  Research,  Inc.,  USA)  and 
provides  high  accurate  computations  of  static  magnetic  field 
[4].  This  software  offers  the  choice  of  two  modes  of 
calculation:  a  method  derived  from  the  vector  potential  which 
is  applicable  to  all  space  including  the  winding  and  the 
magnetic  materials  and  a  method  using  spherical  harmonics 
which  is  restricted  to  the  space  without  magnetic  field 
generator.  The  simulations  were  been  performed  using 
magnetostatic  approximation  in  order  to  calculate  the  Bx  field 
and  sinusoidal  excitation  of  the  RF  coil  in  order  to  calculate 
the  resistance  Rnoise  of  the  coils  and  the  magnetic  losses. 

The  SNR  of  a  NMR  experiment  is  defined  as  the  peak 
signal  divided  by  the  root  mean  square  (rms)  noise  [5]: 


(1) 

(2) 


where  Bi/i  is  the  magnetic  field  per  current  unit  (coil 
sensitivity ),  Cty  the  nuclear  precession  pulsation,  M0  the 
nuclear  magnetization,  Vs  the  sample  volume,  k  the 
Boltzmann’s  constant,  T  the  sample  temperature,  N  the  spin 
density,  y  the  gyromagnetic  ratio,  I  the  spin  quantum  number, 

the  Planck’s  constant  divided  by  2  ,  B0  the  static 
magnetic  field  and  Af  is  the  spectral  bandwidth.  Rnoise  is  the 
total  resistance  of  the  coil,  which  includes  the  magnetic 
losses.  According  to  (1),  the  performances  of  the  RF  receiver 

coils  are  driven  by  the  ratio  B1  /  i^R  noise  ,  which  have  to  be 
optimized. 

Invoking  the  reciprocity  principle  [6]  and  assuming  the 
static  field  B0  aligned  along  the  z  direction,  the  received  RF 
field  Bi  at  a  given  point  is  defined  by: 
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where  Bx  and  By  are  the  field  components  orthogonal  to  B0. 

The  origins  of  noise  in  NMR  are  multiple.  We  have 
considered  the  electrical  resistance  of  the  isolated  coil  (in 
vacuum)  and  the  magnetic  losses  in  the  sample  as  noise 
sources. 

The  total  resistance  of  the  coil  was  defined  by: 

R  noise  =R'+R"  (4) 

where  R’  is  the  electrical  resistance  of  the  isolated  coil  (in 
vacuum)  and  R’  ’  is  the  equivalent  electrical  resistance  due  to 
the  magnetic  losses  in  the  sample  (human  body  in  our  case). 

The  electrical  resistance  of  the  isolated  coil  R’  is  due  to 
the  ohmic  losses,  the  skin  effect  and  the  proximity  effect  in 
the  coil  wires.  The  current  is  concentrated  towards  the  outer 
edge  of  the  conductor  (skin  effect)  with  the  current  density 
decreasing  exponentially  from  the  wire  surface  to  the  center. 

The  magnetic  field  lines  from  a  given  turn  of  coil  induce 
eddy  currents  in  adjacent  turns  (proximity  effect),  further 
distorting  the  current  distribution  and  increasing  the 
resistance  of  coil  [7,  8]. 

The  computation  of  the  electrical  resistance  R’  for  our 
coils  is  complicated  by  the  fact  that  in  the  case  of  a  wire  with 
rectangular  sections,  standard  calculations  rules  are  no  more 
relevant  and  the  help  of  an  electromagnetic  simulation 
software  is  mandatory  in  order  to  obtain  accurate  results.  For 
the  wires  with  rectangular  section,  the  current  is  not 
uniformly  distributed  at  the  surface  like  in  the  case  of  wires 
with  circular  section.  This  effect  is  more  accentuated  when 
the  ratio  between  the  sides  of  rectangular  section  increases. 
The  distribution  of  the  current  density  in  the  cross  section  of 
an  isolated  rectangular  wire  (0.8  mm  width  and  70  pm 
thickness)  is  shown  in  Fig.  2. 


Fig.  2.  The  distribution  of  the  current  density  in  the 
cross  section  of  an  isolated  rectangular  infinite  long 
wire  for  a  current  I  =  1  A. 

The  RF  field  produced  by  the  coil  induces  eddy  currents 
in  the  sample  and  this  leads  to  an  increase  of  Rnoise  (R” 
increase).  At  the  dimensions  of  our  coils,  for  a  frequency  of 
63.7  MHz,  the  noise  originating  from  the  sample  is 


comparable  with  the  noise  produced  by  the  coil  wires. 

The  noise  increases  with  RF  frequency  and  with  the 
volume  of  body  exposed  at  the  RF  field. 

In  our  simulations  we  varied  the  number  of  turns  (n  =  1,  2 
or  3),  the  number  of  layers  (1,  2  or  3),  the  thickness  of  copper 
layers  (tp  =  35  or  70  pm),  the  thickness  of  isolating  substrate 
(f  =  0.8  and  1.6  mm),  the  coil  length  (1  =  20,  30,  40  or 
50  mm)  and  the  width  of  current  patterns  (w  =  0.6,  0.8  or 
2  mm). 

The  SNR  simulations  were  computed  at  the  frequency  of 
63.7  MHz,  corresponding  to  the  proton  resonance  frequency 
at  1.5  T,  a  sample  temperature  T  =  37  °C  (temperature  of 
human  body)  and  various  receive  spectral  bandwidths  f. 

Based  on  described  simulations,  two  single  loop  of 
20  mm  and  40  mm  length  coil  prototypes  were  built  using  IC 
(printed  circuit)  technology  (Fig.  3).  Conventional  tuning¬ 
matching  circuits  were  used  to  optimize  the  NMR  signal 
transmission  through  the  coaxial  cable.  For  safety  issues  and 
to  enable  accurate  and  automatic  prescan,  an  active  circuit  for 
transmission-reception  decoupling  was  included.  The  coils 
were  tuned  to  a  frequency  of  63.7  MHz  and  matched  at  50  Q 
for  this  frequency. 

The  electromagnetic  characterization  of  the  coils  (R,  L 
and  Q)  was  performed  using  a  network  analyzer  4 195 A 
(Hewlett  Packard). 

SNR  performance  and  signal  homogeneity  tests  were 
performed  with  the  coils  inserted  in  a  phantom.  The  phantom 
consisted  of  6  mm  inner  diameter  tube  with  7  mm  outer 
diameter  places  in  a  plastic  container  filled  with  a  0.9%  NaCl 
solution.  This  was  done  to  approximate  the  loading 
conditions  of  a  coil  inserted  in  a  patient.  The  cylinder  was 
oriented  with  its  axis  parallel  to  B0.  MR  images  were 
obtained  on  a  1.5  T  MR  Symphony  system  (Siemens, 
Erlangen,  Germany)  using  a  fast  gradient-echo  sequence. 
Imaging  parameters  were:  TR/TE  500/18  ms;  30°  flip  angle; 
FOV  =  60  mm,  2  mm  slice  thickness;  128  x  256  matrix; 
78  Hz/pixel  bandwidth  and  66  sec  imaging  time. 

Prior  to  evaluation  of  coil  performances,  decoupling 
efficiency  was  ensured  by  checking  the  absence  of  signal 
highlights  in  the  vicinity  of  the  endoluminal  coil  while  using 
the  body  coil  of  the  MR  system  in  transmit-receive  mode. 


Fig.  3.  Photograph  of  a  40  mm  single-loop, 
single-layer  coil  prototype. 
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III.  Results 

In  order  to  calculate  the  electrical  resistance  of  the  coils, 
we  have  simulated  infinite  long  current  patterns  (copper)  in 
vacuum.  This  way  we  obtained  the  electrical  resistance  of  the 
current  patterns  per  unit  length.  The  electrical  resistance  of 
the  coil  is  obtained  multiplying  the  resistance  of  the  current 
patterns  per  unit  length  with  the  length  of  current  pattern  of 
the  coil. 

The  distribution  of  the  simulated  magnetic  losses  per  unit 
of  coil  length  for  a  coil  with  n  =  2,  w  =  0.8  mm,  tp  -  70  pm, 
f  =  1.6  mm  and  a  current  I  =  1  A  in  the  cross  section  of  the 
sample  (0.9%  NaCl  solution  with  the  electrical  conductivity 
a  =  1  S/m)  is  given  in  Fig.  4. 
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Fig.  4.  The  distribution  of  the  simulated  magnetic  losses  per 
unit  of  coil  length  in  W/m  for  I  =  1  A. 

Because  the  resistance  R’  of  the  current  patterns 
decreases  by  14  %  if  the  thickness  of  copper  layers  tp 
increases  from  35  pm  to  70  pm,  tp  =  70  pm  was  chosen  for 
the  following  simulations. 

To  start  we  optimized  the  width  (w)  of  the  current 
patterns.  If  w  increases  from  0.6  mm  to  0.8  mm  the  electrical 
resistance  R’  decreases  by  approximately  26  %  and  the  RF 
field  Bi  remains  about  the  same.  This  leads  to  an  increase  of 

the  B{  /iyl Rnoise  ratio.  For  a  width  of  current  pattern 

w  =  2  mm,  R’  further  decreases  by  approximately  69  %  but 
the  diminution  of  the  RF  field  Bi  is  more  stronger  and  the 

Bl/iVR—  ratio  decreases.  Then  further  simulations  are 

made  with  w  =  0.8  mm  and  tp  =  70  pm. 

For  the  next  step  we  have  evaluated  the  influence  of  the 

coil  length  in  the  B1  /i^/Rnoise  ratio.  The  results  for  coils 

with  w  =  0.8  mm,  tp  =  70  pm,  n  =  1  turn  and  different 
lengths  (1)  are  shown  in  Fig.  5  at  a  distance  of  x  =  3  mm, 
13  mm  and  23  mm  from  coil. 

For  a  current  pattern  with  two  layers  the  electrical 
resistance  R’  decreases  by  approximately  70  %  for  a  insulator 
thickness  f  =  0.8  mm  and  by  85  %  for  f  =  1.6  mm.  When  we 
have  a  current  pattern  with  three  layers  and  f  =  0.8  mm  the 
electrical  resistance  R  decreases  by  approximately  133  %.  So, 
the  multi-layer  current  patterns  provides  a  decreasing  of  the 


electrical  resistance  R  of  the  coil  preserving  the  RF  field  B± 
and  thus  increasing  the  SNR. 

In  the  case  of  a  coil  with  n  =  1,  w  =  0.8  mm,  tp  =  70  pm 
and  1  =  40  mm  the  simulated  total  resistance  RnoiSe  (including 
the  magnetic  losses)  is  0.207  Cl.  For  the  same  width  of 
current  pattern,  thickness  of  copper  layer  and  coil  length,  if  n 
=  2  and  f  =  1.6  mm  then  the  total  resistance  rise  to  0.530  Cl. 
In  the  same  conditions,  if  n  =  3  and  f  =  0.8  mm, 

Rnoise =  1.023  Cl.  The  variations  of  B1  /i^Rnoise  ratio  for 

different  turns  number  (assuming:  w  =  0.8  mm,  tp  =  70  pm, 
f  =  1.6  mm  for  the  coil  with  n  =  2  and  0.8  mm  for  n  =  3)  are 
given  in  Fig.  6. 

The  measured  loaded  quality  factor  Q  were  44  and  50  for 
20  mm  and  40  mm  length  coils  respectively. 


Fig.  5.  The  coil  sensitivity  for  different  coil  lengths  (I)  at  a 
distance  of:  (a)  x  =  3  mm,  (b)  x  =  13mm,  (c)  x  =  23  mm 
from  the  center  of  the  coil. 


Fig.  6.  The  coil  sensitivity  for  different  turn  numbers 
at  a  distance  x  =  13  mm. 
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Representative  phantom  images  are  shown  in  Fig.  7.  The 
phantom  sensitivity  patterns  fall  off  rapidly  with  distance 
from  the  coil.  In  the  immediate  vicinity  of  the  coil,  the 
“shortest”  coil  (1  =  20  mm)  was  found  more  sensitive  with 
higher  SNR  whereas  the  “longest”  coil  (1  =  40  mm)  results  in 
greater  penetration  depth.  This  behavior  is  in  good  agreement 
with  computed  simulations  (Fig.  5),  however  the  distance  at 
which  coil  sensitivities  are  inverting  is  smaller  than  expected 
from  the  simulations.  From  SNR  measurements  on  concentric 
circles,  the  inversion  distance  was  determined  at  10  mm  from 
the  center  of  the  coil. 


a  b 

Fig.  7.  Comparison  of  signal  characteristics  with  the  receiver 
single-loop  coils  inserted  in  a  glass  tube  embedded  in  a  saline 

solution.  Axial  MR  images  obtained  with  a)  40  mm  length 
b)  20  mm  length  coils. 

SNR  measured  in  the  vicinity  of  both  endoluminal  coils 
were  at  least  10  times  higher  than  SNR  measured  with  the 
regular  4-elements  phased-array  body  coil  used  for  digestive 
clinical  exams.  The  equilibrium  in  SNR  between  body  array 
coil  and  endoluminal  coils  is  obtained  at  about  20  mm  from 
the  center  of  the  region  of  interest. 

IV.  Discussion 

The  proper  set-up  of  the  decoupling  circuit  is  a  critical 
factor  for  homogeneous  signal  distribution  and  consistent 
image  quality. 

The  signal  behavior  was  found  in  good  agreement  with 
computed  simulations.  The  internal  coils  provide  very  high 
sensitivity  local  to  the  coil  but  the  sensitivity  deteriorates 
rapidly  away  from  the  coil.  There  is  however  quantitative 
differences  for  tested  coils  regarding  the  distance  at  which 
sensitivities  are  inverting.  This  discrepancy  may  be  due  to  Q 
value  differences  between  calculated  and  measured  values. 
Simulated  Q  values  were  89  and  92  for  20  mm  and  40  mm 
length  coils  respectively  as  compared  to  44  and  50  for 
measured  Q  values.  Variations  in  Q  values  may  be  due  to 
electrical  resistance  variations  (ranging  from  0.1  to  0.2  £2) 
caused  by  surface  printed  circuit  and  solder  imperfections. 
Correcting  for  SNR  by  taking  into  account  Q  differences,  the 
inversion  distance  from  the  center  of  the  coil  was  calculated 
at  14  mm.  This  matches  approximately  simulated  values  as 
shown  in  Fig.  5. 


In  any  cases,  experimental  measurements  shown  that 
developed  endoluminal  coils  performed  better  than  external 
coils  in  term  of  SNR  in  a  20  mm  radius  region  centered  on 
the  local  coils. 

V.  Conclusion 

Endoluminal  loop  RF  coils  have  been  developed  for 
gastrointestinal  wall  imaging.  Performed  simulations  are  in 
good  agreement  with  experimental  results.  The  internal  coils 
provide  a  dramatic  increase  in  SNR  local  to  the  coil 
compared  to  usual  external  coils.  Such  coils  may  provide 
detailed  information  about  the  gastrointestinal  wall  layers. 
Further  developments  will  study  feasibility  and  benefits  of 
quadrature  detection  coils. 
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